
ELEVATING LEG REST PAD 

® 

698LE & 698TLE

1
Insert the shoulder into the 
washer and through the 
desired hole and thread into the 
interlock clamp.

*Note: The various holes on 
the bracket allow for different 
foam heights.

2
Attach the interlock clamp to 
the leg rest tube. For 1” 
diameter tubes, use the longer 
socket head capscrews 
included in the kit bag.

3
Attach the L-Bracket to foam 
with two Phillips screws. The 
third screw should be left in the 
hole for the better appearance.

*Note: The diagram shows 
assembly instructions for the 
left side leg rest.
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